TUCSON POLICE DEPARTMENT
CRIME LABORATORY ,éb\\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000

inspection, and having performed such inspections on Intoxilyzer 5000

£ /5 Serial# (64—00%33(s. certifies by her signature:

on & ll'- ‘L‘.‘H . with a result of 0.083 AC. 0.08] AC.

andon 9 l |0 !{H  with aresult of 0,014 AC. 0.0D13AC,
this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _ 0.070 AC, to_0.090 AC) , as defined by R9-14-404 A 3.

No problems were reported concerning this instrument between these

two dates. M (;ﬂ ﬂm

r L. Coombs

ADPS QAS Pﬂmut #QAS 29886 (issue date 06/15/2004)

SUBSCRIBED AND SWORN to before me
OFFICIAL SEAL

this_ \O . day szg‘gkmhgg L2004
,-.p. KATHY A. KINNEY

HTEEEIL) NOTARY PUBLIC-ARIZONA
ASAYS) PIMA COUNTY ; L = A
2 M{.' Comm. Exp. Sept. 4, 2008 Notany Public
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ARIZONA DEPARTHMENT OF EEALTIEZ SZA7ICES
STANDARD QUALITY ASSURAXNCE ?;:czzrazs,ﬁh
INTOIILYZPA HODEL 5000+

aGEdey Tucson Poiics Qi SBECIALIST qif:r:r Dcr‘aﬂ (‘a‘i{au?j‘i
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a_ N “P{alcahcl concentration standard collected Zor suhsegquent
analysis. .=~

*"rTITE OR WITEQUT VAPOR RECIRCULATION RND WITZ OR ¥ITEQUT EKZYSORARD
THTS STET IE ONLY REQUIRED IP THIS DEVICE IS BEING UsEn FoR
SAVRLF CAPTUOHRE.

DES/OSLS/Form CL17(Rev.7-33)
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THIS RETORT PREPARED PURSUANT
AA.C. HI-14=404 (A}

ARIZONA DEPARTMENT QF EEALTH
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STANDARD QUALITY ASSURANCE PHOCEDTCRES

INTOZILYZER MODEL S5000*
BTANDARD CALTHEEATION CEECE ?RDCZECEEEﬁ

Agency _Tucson Folles Deparimant Date Fhﬁfﬁ?f Tice /e /

Intoxilyzer Sarial#f b —003336(#]5) Location ML HE

Qr Specialist _ Zwenc Dargn (%¥e33])

(Print Hame)

{‘ﬁ%ﬁ 1. Pour a standard alcohel solution of knawn value into =
clean dry simulator jar and assemble the simulator
Tnsure that z tight seal has been =ads.

Standard valus: 0. 0L = AC

(2 2. Turn on the simulatar and allow tTha Tempsrature to
peach 34%CE .20,

(e 3. Set Intoxilyzer mode selection in thes ACA mods Dy
switching meode salection switch #3 an of salecting "C"
on kayboard mand.

AP R P Attach simulator to the simulator entrance port an the
Intaoxilyzex

[ ¥ 5 Thntaoxllyzer 5000 display reads "READY TO STARTY or

i BUSH BUTTON. =TS

‘Aaiﬁﬁr4 £  Puen Start Test butfon orx/.press encser oo X=eyhaoard.

i) 1 INSerc card in responses to diswplay.

Ef.ﬁ}) 5 %i:_blan@ :s:;leFad_

4&}- = CaiLbratlﬂf check Cconpletad: )
Test rasults 0.082+0.0Ff AC

“EA7 ) 10. Air blank complated.

u@&qﬁsi 11. Whan display reads Test Complete ramove evidence card.
Attach the card to the completad checklist.

(La-) 12. Return mode selection switch #9 ta off position after
21] calibration checks are complets or type @ and enter
on xeyvboard.

SIGNATURE Q%%L -3“5“'4—»\

*®ITE OR WITHEQUT VAPQR RECIRCULATION AMD WITH OR

DHS/DSLS/Form C1l§ (Rev.7-32)
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coENTS: Damall 1o LA by OQCL]%AM’Q.G on S led.

Mmﬂ@ E{V (mfas

alcabgl coep sentration standard collected far subseguent

*WTTH OR WITEQUT moq RECTROULATION AND WITE OR WITEQUT x =¥ BOARD
capmTH STHE IS ONLY -REQUIRED IZ TELS DEVICE IS SEING USED FOR
SAMOLE CATTORE.
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THIS REPORT PREPARED PURSUANT TO DUTY IMPOEED BY
A.A.C. B9=14-404 ()

ARIZONA DEPAATHENT OF HEALTH BERVICE

TANDARD QUALITY ASSUHANCE PROCEDURES
INTOIILYZEE MODEL S0Q00*

STANDARD CALIBRATION CHECK PROCEDURE !

Agency _Tucson 3911r= Neparcment Date ﬁliﬂ[ﬁ% _ Time e4hd

Intoxilyzer Se 1alf L e WﬁLDcht1cn [ A

QA Specialist C pombss 4b1&£} -

('Dr~n_ Name)

{ w’} 1. ©Pour a standard alcohol solutieon of known value into a
clean dry simulateor jar and assemble the simulator.
Insure that a tight s=al has been mads.
Standard value: 0.0F0 AC

{ Vﬁi 2. Turn on the simulator and allow the Tamperaturs To

reacd 34°7CLE.27C.

{ //? g I set Intoxilyzer mods seloction In
switehing made selection switch #9 on
ot kevboard manud.

oT selectihc nen

) 4 Attach simulator to the simulator entrance port on the

Intoxilyzer.

Jfﬂ 5 Tntoxilyzer 5000 display Teads FREAEYFO CETERTY or
NEUSH BULTON".

,/i §. Push Start Test button or press encar on keyvboard.

5 7. 3Insert card in response to display.

) 8. Air blank coupleted.

=7 9. /Calipration check conpletasd
Tast rasults 0.0MHACK00TBAC

Y 10. Air blank completed.

wfé 11. When &isplay resads Test Complete Temove svidence card.
Attach the card to the completed chacﬂ;lst.

~~) 12. Return mods celection switch #9 to off position after

all ealibration checks ars complets or type Q and encex

an WDQE;&
SIGNATURE E Fiﬁ kaJCDS

ARITH QR ®WIT ; ?15;; RECIRCULATION AND WITE OR WITHOQUT XEYEOCARD

DES{DSLS5/Form CLl15 (Rev.7-92)




